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Introduction: Quantitative computed tomography (QCT) can
supplement dual x-ray absorptiometry by enabling geometric and
compartmental bone assessments. Whole-body spiral CT scanners
are widely available and require a short scanning time of seconds,
in contrast to peripheral QCT scanners, which require several mi-
nutes of scanning time. This study designed and evaluated the ac-
curacy and precision of a homemade QCT calibration phantom
using a whole-body spiral CT scanner.
Materials and Methods: The QCT calibration phantom consisted
of K2HPO4 solutions as reference. The reference material with
various concentrations of 0, 50, 100, 200, 400, 1000, and
1200 mg/cc of K2HPO4 in water were used. For designing the phan-
tom, we used the ABAQUS software.
Results: The phantoms were used for performance assessment of
QCT method through measurement of accuracy and precision er-
rors, which were generally less than 5.1% for different concentra-
tions. The correlation between CT numbers and concentration
were close to one (R2 ¼ 0.99).
Discussion: Because whole-body spiral CT scanners allow central
bone densitometry, evaluating the accuracy and precision for the
easy to use calibration phantom may improve the QCT bone densi-
tometry test.
Conclusion: This study provides practical directions for applying a
homemade calibration phantom for bone mineral density quantifica-
tion in QCT technique.* Corresponding author. Hamidreza Saligheh Rad, Department ofMedical Physics
Sciences, P.O. Box: 14155-6447, Tehran, Iran.
E-mail address: h-salighehrad@tums.ac.ir (H.S. Rad).
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Introduction : La tomodensitometrie quantitative (QCT) peut ser-
vir de complement a la DXA en facilitant les evaluations
geometriques et des compartiments des os. Les tomodensitometres
helico€ıdaux pour corps entier sont largement accessibles et sont rap-
ides comparativement a la QCT peripherique qui, elle, peut
necessiter plusieurs minutes. Dans le cadre de cette etude, nous avons
evalue la justesse et la fidelite d’un fantôme de QCT prepare a la
main pour des tomodensitometres helico€ıdaux pour corps entier
dans le contexte des evaluations quantitatives.
Materiaux et methodes : Le fantôme pour l’etalonnage de la QCT
comprenait une matiere plastique et une solution de K2HPO4 qui
servaient de base et de reference respectivement. Des materiaux de
reference dont les concentrations de K2HPO4 etaient de 0, 50,
100, 200, 400, 1000 et 1200 mg/cm3 en solution aqueuse ont ete
utilises. Pour creer le fantôme, nous avons eu recours au logiciel
ABAQUS.
Resultats : Nous avons utilise les fantômes crees pour evaluer le
rendement de la methode de QCT en mesurant les erreurs de jus-
tesse et de fidelite, qui etaient, de façon generale, inferieures a 5,1%
pour diverses concentrations. La correlation entre les donnees de
tomodensitometrie et les concentrations se rapprochaient d’un
(R2 ¼ 0,99).
Discussion : Puisque les tomodensitometres helico€ıdaux pour corps
entier permettent de determiner la densitometrie osseuse centrale, le
fait d’evaluer la justesse et la fidelite du fantôme d’etalonnage facile
pourrait ameliorer le test de densitometrie osseuse effectue au moyen
de la QCT.and Biomedical Engineering, School ofMedicine, TehranUniversity ofMedical
nadian Association of Medical Radiation Technologists.
Conclusion : Cette etude a permis d’etablir la stabilite du fantôme
d’etalonnage K2HPO4 au cours d’une periode limitee de trois
mois. De plus, la grande plage dynamique des concentrations158 M. Malekzadeh et al./Journal of Medical Imagingpourrait servir a quantifier la faible et la forte densite des os avec
un pourcentage d’erreur relative acceptable.Keywords: Quantitative computed tomography; bone mineral density; calibration phantom; ABAQUS softwareModelling Loading Meshing
Figure 1. Block diagram of mechanical testing steps.Introduction
Bone mineral density (BMD) is a pillar for influencing bone
strength and a key predictor of fracture risk in patients with
different metabolic bone diseases, such as osteoporosis. Research
shows that about 50% of women and 20% ofmen experience an
osteoporotic fracture during their lives. Quantitative computed
tomography (QCT) can supplement dual x-ray absorptiometry,
a gold standard method defined by WHO, by performing both
morphological and 3D mineral bone assessments [1,2].
Since being implemented in late 1970s, the CT (computed
tomography) scanner has rapidly developed, and seen higher
rates of clinical use [3]. CT imaging has made progress in
different aspects ranging from the detector to the recent varied
x-ray energy system and state-of-the-art dose reduction recon-
struction algorithms. Whole-body spiral CT scanners are
widely available and require only seconds per scan. CT imag-
ing provides a new lens for understanding BMD. Owing to
their capability of separating trabecular and cortical volume
BMD (vBMD) of spine, they make the measurement of
trabecular changes possible, especially as a follow-up tech-
nique for therapeutic applications.
Typical calibration phantoms containing either rods with
different concentrations of hydroxyapatite (HA), or liquid di-
potassium phosphate (K2HPO4) provide equivalent densities
in units of HA mg/cm3 or K2HPO4 mg/cm
3 [4]. Calibrated
vBMD or quantitative equivalent CT density (rQCT) is
calculated by measuring the CT number at specific phantom’s
calibrated standards. The calibration phantom was originally
designed by Cann et al (Mindway, South San Francisco,
CA). Other standard phantoms are also used, developed by
Image Analysis (Columbia, KY) and Siemens Medical System
(Erlangen, Germany). Those phantoms consist of a solid resin
matrix as water equivalent and rods filled by a calcium mate-
rial (K2HPO4 or calcium hydroxyapatite [CaHA]) [5].
Cann and Genant showed that, because of short-term
scanner drift and existing differences among scanners, using
a calibration phantom simultaneously with the object is neces-
sary [6]. For accurate estimation of the bone density in QCT
techniques, a wide range of densities were studied in the full
range of probable BMDs such as trabecular (150 mg/cm3)
and extremity cortical (about 1200 mg/cm3) [7].
Quantification of vBMD needs a phantom mimicking
characteristics of bone in CT scanner, meaning a phantom
with linear attenuation coefficient (m) equal to that of the
bone is needed. In this study, we evaluated the accuracy
and precision of a handmade QCT phantom for whole-
body spiral CT scanners for quantitative assessments.Methods and MaterialsPhantom DesigningThe phantom consists of a plastic base (polyethylene) with
5 cylinders (diameter of eachw19 mm) of reference K2HPO4
(liquid). The polyethylene as a base is not a reference material
for quantification and is used only for the protection and
maintenance of the cylinders. Also, the bottom of the phan-
tom conformed to the flat CT scanner table. The polyethylene
has the mechanical properties as follows: physical density,
Young’s modulus, and yield-stress equal to 958 Kg/m3,
900 MPa, and 23 MPa, respectively, showing the degree of
flexibility of the matter. Moreover, to calculate the von Mises
tension contour plan, a permissible weight (90 Kg), was per-
formed as following steps in the block diagram shown in
Figure 1 and described in the following:
Modelling
In the first step, the phantom was modelled in the ABA-
QUS software (Abaqus 6.14, Dassault Systems Simulia
Corp, RI) based on its true mechanical properties, such as
Poisson ratio and elastic modulus. Dimensions of the phan-
tom were indicated according to the dimensions measured
on the QCT Mindways phantom.
Loading
The model aims to simulate von Mises stress on the phan-
tom corresponding with a 90-kg standard back-laying body
weight load. To represent the adequate strength of the phan-
tom material (polyethylene), an isotropic constitutive law has
been implemented into the commercial finite element (FE)
code ABAQUS/Standard, which has been suitably developed
to fit the phantom properties and the related loadings. As the
model has the symmetric criteria on the geometric shape and
loading area, using a symmetric model in FE analysis has been
an accepted approach for long time. Therefore, as our phan-
tom model has one symmetric plane, only one-half of the ob-
ject was enough to be modelled and simulated. The loading
was applied with the assumption that a 90 kg person puts
half of his weight on the phantom when he is laying. Becauseand Radiation Sciences 50 (2019) 157-162
half of the phantom was simulated, half of the load was sym-
metrically performed on it.
Meshing
In the next step, the model was meshed by tetrahedral el-
ements for tension analysis and safety factor calculation.K2HPO4 SolutionA liquid phantom was been used in our research to generate
conversion equations to map Hounsfield units (HU) to BMD
in which hydrogen dipotassium phosphate (K2HPO4) (7758-
11-4 - (Merck)) was used. The reference material (K2HPO4 so-
lution) has the effective atomic number same as HA (15.58 vs.
15.86 for HA at 80 keV) with various concentrations of 0, 50,
100, 200, 400, 1000, and 1200 mg/cc of K2HPO4 in water as
standards to cover a wide range of bone density values. The so-
lution samples were prepared in sterile situation in terms of
having a known concentration of the solute in deionized water
solvent (18 mU). For the calibration phantom, the concentra-
tions were selected based on commercial QCTMindways spine
calibration phantom (0, 50, 100, and 200 mg/cm3) as low con-
centration (LC). Close to 90% of all patient examinations have
trabecular bone densities in the range of 50 to 200 mg/cm3 [8].
For high concentration (HC) range, the solutions 400, 1000,
and 1200 mg/cm3 were made. The solubility of K2HPO4 is
about 1600 mg/cc [9].
The mean HU for each cylinder were determined against
the known K2HPO4 concentrations as a calibration equation
(Equation1):
CT number¼ a K2HPO4 Concentrationþ b; ð1Þ
where a and b are the slope and intercept associating with CT
number to K2HPO4 concentration, respectively.Figure 2. The (A) loading and (B and C) meshing onto the phantom in half of the
software (D) The photographic of the synchronous QCT calibration phantom.
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Image Acquisition
Image acquisitions were carried out on 16-row Siemens
Emotion CT scanner in Imam Khomeini Hospital (Tehran),
with exposure settings as follows; tube voltage 110, tube cur-
rent about 65, pitch 0.92, pixel size 0.65 mm, 343343 mm2
field of view and exposure time 0.6s, slice thickness 2 mm,
and B41s kernel in an abdomen routine exam.
Images were analysed with an open-source Java image pro-
cessing software (Image J). A circular region of interest was
placed at the center of each reference level (approximately
50% of the circular area) in the calibration phantom in
each image for avoiding edge effects.
Accuracy
For verifying accuracy of the phantom, the intermediate
concentrations were made individually, three times, and were
filled into three separate centrifuged tubes. This strategy
reduced the human errors associated with the preparation of
the target densities. For the calibration phantom with accepted
reference values 0, 50, 100, 200 mg/cm3 and alcohol, the inter-
mediate concentrations of 30, 75, and 150 mg/cm3 were cho-
sen as hypothetical patients’ BMD. Based on the American
College of Radiology guidelines for QCT, osteoporosis and os-
teopenia have their upper thresholds at 80 and 120 mg/cm3,
respectively [10]. For the HC phantom (400, 1000, and
1200 mg/cm3), the concentration of 700 and 1100 mg/cm3
were chosen as intermediate densities and these were scanned
with HC phantom simultaneously. It should be noted that
these tests were repeated 3 times.
A percentage of relative error is defined as the closeness of
values between the average measurements of quantityphantom structure with von Mises stress analysis performed in the ABAQUS
and Radiation Sciences 50 (2019) 157-162 159
Table 1
The Average and Relative Errors for Different Concentrations (Hypothetical
Patients) 30, 75, 150, 700, and 1100 mg/cm3 Over 3 Months
Concentration
(m) mg/cm3
Low Concentration (LC) High
Concentration
(HC)
30 75 150 700 1100
Average (A) mg/cm3 28.98 71.22 149.60 735.51 1080.25
Relative Error (%) 3.50 5.04 0.26 5.07 1.79
Table 3
The Stability of CT Numbers (HUs) for Each Concentration Were Deter-
mined via Measuring the Mean (M), Standard Deviation (SD) and Coeffi-
cient of Variation (CV)
Standards (mg/cc) 50 100 200 400 1000 1200
M (HU) 77.37 160.50 315.58 509.03 1184.57 1298.51
SD (HU) 3.13 4.88 8.06 3.71 3.29 2.63
CV% 4.0 3.0 2.5 0.7 0.3 0.2obtained from series of test results (A) and the accepted refer-
ence values (m) divided on m in this study (Equation 2).
%Relative Error¼ Amm  100 ð2Þ
Linear regression analysis between the reference values and
BMD were performed.
Precision
Precision was determined by acquiring five sets of calibra-
tion data over 3 months, where the calibration phantoms un-
der identical ambient and imaging conditions were scanned
and stored away from direct light and heat at all other times.
The mean and coefficient of variation (CV%) for HU mea-
surements were calculated for each concentration.
Results
Figure 2 shows the loading and meshing onto the half of
the phantom in which the von Mises stress analysis performed
in the ABAQUS software. It is noticeable that the maximum
von Mises stress is estimated 1.3 Mpa on the critical point in
the midline of the phantom.
Along with this designed phantom, measured versus the true
values were examined to assure the validity of the methods.
Table 1 displays the highest percentage of the relative error for
LC and HC phantoms among five and three tests, respectively.
Based on linear relationship between CT number and the
standards concentration (Equation 1), the R2 for both phan-
toms in different measurements are close to 1. Moreover, the
y-intercepts (b) are lower in LC phantom than HC (Table 2).
Precision was determined by measuring the coefficient of
variation (CV%) for HUs in each concentrations over the 3
months. The results in Table 3 show that the highest CV%Table 2
The Slopes and Intercepts Arise From the Calibration Equation (Equation 1)
for LC and HC Phantoms
QCT Phantom Test Slope Intercept r2
Low Concentration (LC) 1 1.505 4.30 0.999
2 1.426 5.80 0.998
3 1.662 0.52 0.999
4 1.574 1.83 0.999
5 1.570 0.52 0.999
High Concentration (HC) 1 0.977 162.99 0.986
2 1.020 111.37 0.987
3 1.015 118.50 0.988
160 M. Malekzadeh et al./Journal of Medical Imagingis 4% for 50 mg/cm3 standard and the lowest is 0.2% for
1200 mg/cm3 standard.
Moreover, in this study, only sensitivity of the low ranges
of concentration were investigated (10–100 and 100–200 mg/
cm3) (Figure 3) (R2  0.96).
Discussion
To date, quantitative extraction of structural features using
3D bone scans could open the door to introducing a practical
method for accurate diagnosis of bone-related diseases. There
are several different BMD quantification strategies using a CT
scanner, with different calibration phantoms (solid and
liquid) or only CT number base [2,11–13]. Hence, owing
to the role of the calibration phantom, which translates the
computed tomography Hounsfield units to the bone units
(mg/cm3) in this study, one should pay attention to practical
methodology for making an in-house QCT calibration
phantom.
In this study, based on ABAQUS software, the most crit-
ical stress area is revealed by FE simulation on the midline of
the curve area in the phantom and based on the ratio of poly-
ethylene yield-stress (23 Mpa) to numerical estimation of
maximum von Mises stress at the most critical point (1.3
Mpa), a 17.7 safety factor were calculated, which is apparently
acceptable.
The liquid calibration phantom (K2HPO4) can be used to
assess equivalent bone density with acceptable accuracy. The
results showed that percentage of relative error was up to
5.1% (Table 1). This study revealed the stability of
K2HPO4 calibration phantoms over a limited duration of 3
months, with less than 4% variation from the initial to the
end time point for 50 mg/cm3 and 0.2% for the highest con-
centration (1200 mg/cm3) (Table 3). Therefore, these liquid
phantoms were shown not to be leakage and bubble for at
least 3 months and should get refilled after 3 months as rec-
ommended in the other study [7]. The relatively long life of
the K2HPO4 calibration phantom makes this QCT calibra-
tion phantom a reasonable method for BMD quantification.
However, sensitivity and long-time reproducibility, especially
for high-concentration calibration phantoms, must be investi-
gated. The K2HPO4 liquid calibration phantom has some ad-
vantages: a cost-effective measurement system, easy to make,
and convenient means to provide various concentrations
including high values. One of the main disadvantages of a
liquid phantom is the bubble generation in the K2HPO4 so-
lution, which was reduced by using an ultrasonic bath toand Radiation Sciences 50 (2019) 157-162
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Figure 3. The sensitivity tests for two ranges of K2HPO4 concentration (A) (10–100 mg/cm
3) (B) (100–200 mg/cm3).vibrate the trapped microbubbles and make them surface dur-
ing the process of solution-making and capping in this study.
It should be noted that, giving extra time before the capping
was another strategy for avoiding the generation of bubbles.
In this study, the linear relationship between the concentra-
tion and CT number was seen for low and high concentrations,
as well as Smith et al, who confirmed that linear relationship
achieved between predicted cortical BMD values via extrapola-
tion from LC solid standards and high-density phantom under
standard exposure (120 kVp and 220 effectivemAs) [14]. These
relationships depend on the scanner settings and protocol, as
well as anatomical site and phantom type (liquid/solid). In
this work, the slopes for the equations were about 0.9–1.6 for
the phantoms, which were comparable with other study [12].
In the LC phantom, because of low standard concentration,
0 mg/cm3, y-intercept (b) was small (<4.3 HU). While in the
HC phantom with higher concentration of K2HPO4,
400 mg/cc, there was a relatively high intercept (>100 HU).
Regarding the measure of sensitivity, the relationship be-
tween calculated values and true standards are strong (R ¼
0.9).Then in low ranges, the sensitivity is reliable in terms
of measuring low BMD (Figure 3).
The using of QCT bone mineral measurement has been
controversial. One of these controversies is related to the radi-
ation dose. Recently, by the advent of new generation of scan-
ners (eg, dual-layer detector and iterative-based reconstruction
scanner), the radiation dose challenges could be solved [15].
The results of this study provide the practical directions for
applying homemade calibration phantom for BMD quantifi-
cation in QCT technique. However, there exist some limita-
tions. First, the results were obtained by only a specific system
(16-row Siemens Emotion CT scanner), which might not
correlate with other brands directly. Therefore, the scanner-
dependency of the results should be considered in future
studies. Second, the range of concentrations could be
extended to wider range of densities. Third, technical para-
metric tests such as slice thickness, pixel size, distance from
isocenter, etc. could be considered to reduce the source of er-
ror. Finally, QCT under iterative reconstruction, especially
for the HC standards in calibration phantoms, needs to be
investigated in future studies.M. Malekzadeh et al./Journal of Medical ImagingConclusion
This study revealed the stability of a K2HPO4 calibration
phantom over a limited duration of 3 months. In addition,
the wide dynamic ranges of concentrations could be used
for low- and high-density bone quantification with an accept-
able percentage of relative error.
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